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The use of implant-supported prostheses brings better function to patients with complete edentulism, improving masticatory efficency. 1 But the masticatory loads on implants must be controlled and well distributed. Loads that are higher than is acceptable to the bone lead to resorption around implants of approximately 0.06 to 0.08 mm per year. 2, 3 The load distribution depends directly on the design of the prosthesis and on the passive adjustment of components and occlusion with the opposite arch. [4] [5] [6] The materials used in the fabrication of the implants and prosthesis also play an important role in load distribution. 7 The incidence of mechanical complications or failure with implant-based treatments has been described and is mostly associated with overloading, which may manifest in damage to the implants, to the implant-supported prostheses, or to the bone. 8 Fracture or loosening of fixation screws, fracture of occlusal veneering materials, fracture of prostheses, continuous crestal bone loss, and fracture of implants as a consequence of bone loss have been reported. 8, 9 Therefore, reinforcement fibers have been added to acrylic resin to improve the mechanical properties of the prosthesis [10] [11] [12] [13] and to decrease the risk of fracture. Glass fibers, nylon mesh, and metal mesh have been embedded in the resin mass.
14,15 A nylon mesh with embedded silica was recently developed with good improvements in strength in interim-fixed prostheses fabricated in bisacrylic resin. 15 The increase in the cantilever length of implantsupported prostheses is one of the factors that can lead to bone loss around the implants and to prosthesis fracture. 16, 17 Cantilever length should not exceed 20 mm (with better results when it is less than 15 mm), 18 and occlusal contacts should be adjusted to reduce forces in the cantilever region. 18, 19 The ratio between maximum cantilever length (CL) and anterior-posterior spread and the length of the prosthesis projecting from the most distal implants has been described and is used to estimate the maximum safe cantilever extension. 20 The use of nylon mesh could improve strength and stress distribution in the cantilever region.
The purpose of this in vitro study was to evaluate the influence of the addition of a modified nylon mesh on the maximum load to fracture of a complete-arch implantsupported prosthesis and the influence of CL for load application. The null hypothesis was that the incorporation of mesh does not increase the maximum load of fracture in complete-arch implant-supported prostheses. Table 1 shows the materials, manufacturers, and batch numbers used in this study. The specimens were prepared based on testing 4 groups (n=6) to maximum load to fracture. A power analysis was performed with software (Open Source Epidemiologic Statistics for Public Health, v3.01) to determine the number of specimens required for testing in each group. The sample size was determined by a preliminary study considering a power of 80%.
MATERIAL AND METHODS
The following groups were established: complete-arch implant-supported prosthesis without reinforcement and second premolar CL (WRP); complete-arch implantsupported prosthesis without reinforcement and first molar CL (WRM); complete-arch implant-supported prosthesis with nylon reinforcement and second premolar CL (RP); and complete-arch implant-supported prosthesis with nylon reinforcement and first molar CL (RM).
A replica of a human edentulous mandible molded with industrial silicone (Zetalabor; Zhermack SpA) was used as the standard. From this mold, a polyurethane resin jaw was constructed (F16; Axson Technologies). This material was selected because of its isotropic properties and because its modulus of elasticity is similar to that of human bone (polyurethane 3.6 GPa; medullar bone 4.0-4.5 GPa). 21, 22 The polyurethane resin was handled according to the manufacturer's recommendations and was poured into the silicone mold. After 20 minutes, the model was removed from the silicone mold, finished, and polished.
From a master implant-positioning polyurethane model, 5 geometric and equidistant holes were made so that the definitive positions of the implants were parallel to each other and perpendicular to the horizontal plane of the polyurethane resin pad. For drilling, a set of standardized and conventional milling surgery drills was used, coupled with a straight tip (E10C; KaVo do Brasil Ind Com Ltda). The holes were drilled in the sequence suggested by the manufacturer (spearhead drill, followed by 2-, 3-, 3.15-, and 3.5-mm twist drills). The device was attached to a vertical milling machine (B2; Bio-Art Equipamentos Odontológicos Ltda) to prevent angulation differences among the different implants. Five implants with 3-mm exposure length were placed between the bilateral mental foramen. 23 The implants were placed using a manual surgical ratchet with a torque of 32 Ncm. Micro-unit-type prosthetic connections with a 2.5-mm metal strap were then installed on the fasteners with a torque of 20 Ncm with the aid of a progressive mechanical torque wrench (Conexão Sistemas de Próteses), according to the manufacturer's recommendations.
On the template model, transmucosal abutments were inserted and positioned with low-viscosity silicone 
Clinical Implications
The use of nylon-silica mesh to reinforce complete-arch prostheses supported by implants may decrease fracture in the cantilever area when a metal framework is not used.
(Gingifast; Zhermack SpA) to cover the exposed region of the implant. Impression posts were attached to the abutments and initially joined by impression coping to make the impression. A polyvinyl siloxane (Elite HD+; Zhermack SpA) impression was made and, after polymerization, the copings were unscrewed and the tray was removed. A Type IV gypsum cast (Zero Stone; Dentona) with implant analogs was obtained; the analog micro-unit abutments were screwed to an interim metal cylinder, where a nylon mesh segment was placed (BR 10.2012.028119.8) by alternating between the buccal and lingual sides of the cylinders (Fig. 1) . The posterior region of the mesh was joined and stabilized with autopolymerizing acrylic resin (Duralay; Reliance Dental Mfg Co) to prevent mesh displacement during waxing and prosthesis processing.
The 5-mm cantilever groups (RP and WRP) extended to the second premolar and the long, 15-mm cantilever groups (RM and WRM) to the first molar. When the thermally activated acrylic resin reached the dough stage, it was polymerized in a turntable microwave oven (Continental AW-30; BS Continental da Amazônia Ltda) (900 W at 20% power for 20 minutes, and at 60% power for an additional 5 minutes). After cooling, the prosthesis was removed and finished with tungsten carbide burs (H251 EF; Komet) (Fig. 2) .
The prosthesis with micro-unit analog abutments hand-tightened to 10 Ncm was placed in a metal block (36×32×18 mm) for the maximum load-to-fracture test (Fig. 3) in a universal testing machine (EMIC DL-1000; EMIC), with a 1000-N load cell and 2 mm/min crosshead speed. The load was applied with a 4-mmdiameter spherical metal tip positioned on the occlusal central pit of the molar or premolar. 4 Values were obtained in newtons (N). All CL data (to molar or premolar) were submitted to 1-way analysis of variance (ANOVA) (presence or absence of reinforcement), and the post hoc Tukey multiple comparison test was applied (a=.05).
RESULTS
The highest load-to-fracture values were found for the reinforced groups. The presence of reinforced nylon-silica mesh increased the maximum load-to-fracture values independently of the region of loading; the lowest was the cantilever extension (CL), with the RP group showing higher values (P=.001) ( Table 2 ). The ANOVA showed statistical differences for the premolar (P=.001) and molar (P=.02) groups. 
DISCUSSION
This study evaluated the incorporation of a nylon-silica mesh in a complete-arch implant-supported prosthesis, analogous to what would occur in clinical practice when the interim implant-supported prosthesis is immediately loaded. The null hypothesis was rejected, since the addition of the mesh led to higher load-to-fracture values (P=.02 for molar CL group and P=.001 for premolar CL group), confirming information from a previous study. 15 The use of a material with a low elastic modulus such as acrylic resin may help osseointegration during bone healing. In immediately loaded implants, stresses may be absorbed by the prosthetic material and the healing interface protected. 3, 14 The addition of nylon mesh increases the strength of the prosthesis but decreases the elastic modulus, allowing the distribution of stresses generated by mastication.
The load-to-fracture test, similar to that described by Almeida et al, 15 was used to evaluate the effect of reinforcement with nylon mesh. This test does not fully reproduce the clinical situation, but is efficient in characterizing the effect of reinforcement in specimens, providing comparison with the different groups tested. The results of maximum load to fracture of reinforced prostheses were higher than those of conventional interim complete-arch implant-supported prosthesis for both CLs tested ( Table 2) . As an additional assessment, a single specimen with a metal bar reinforcement was fabricated and tested and showed maximum load-tofracture values close to those of the nylon-silica meshreinforced prosthesis (nylon-silica mesh premolar: 1083. These promising results may be explained by the mesh design. Although the design does not present intertwined fibers, it was created and injected in a single body, which facilitated a smooth, 1-way load distribution. 15 In the present study, reinforcing mesh promoted statistically significant higher values for maximum load to fracture of implant-supported complete-arch dentures, as well as observed for fixed dental prosthesis. 15 Acrylic resin complete-arch implant-supported prostheses with provisional abutments provide a straightforward interim restoration with good tissue response. However, the mechanical properties of methyl methacrylate polymers have limitations, including relatively low bending resistance, which may contribute to fracture. 11, 12 Fractures associated with fatigue and bending cause approximately 10% of clinical prosthesis failures. 13 In the present study, the formation of cracks or fracture of the prosthesis occurred in the region of the last implant (premolar), close to where the load was applied. In the groups including molar extension (longer cantilever), all specimens fractured at the premolars.
The search to reduce such weakness has motivated the development of materials and techniques to enable improvements in the flexural and impact resistance of acrylic resins. 17 The use of a cantilever and its extension is associated with better stress distribution throughout the system and is fundamental to the longevity of the prostheses. Understanding new techniques for prosthetic reinforcement may enable the application of these techniques and promote the increase in the mechanical strength of devices. Additional in vitro and clinical studies are necessary to evaluate the influence of nylon-silica reinforcement systems around the implant's surface.
CONCLUSIONS
Within the limitations of this in vitro study the following conclusion was drawn:
1. The incorporation of reinforcing nylon mesh increased maximum load-to-fracture values for both cantilever lengths.
